An accident with a Gates Glidden drill in endodontic practice.
An unusual accident in clinical endodontic practice is described. The Gates Glidden drill is currently being used for establishing straight-line access in endodontic practice (1). One potential hazard in using the Gates Glidden drill is that it can separate within the canal (2). This article reports an accident involving a Gates Glidden drill separating in the elbow of a dentist during endodontic practice and to discuss the safety of using a Gates Glidden drill.